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Indian Standard ( Reaffirmed 2002 ) 

SPECIFICATION FOR 
HOLES AND SLOTS FOR METAL BONE PLATES 

PART 1 CORRESPONDING TO SCREWS WITH ASYMMETRICAL 
THREAD AND SPHERICAL UNOER-SURFACES 



to 



1 . Scope — Specifies the dimensions and tolerances of holes in bone plates used as surgical implants 
to facilitate correct fixing using screws conforming to IS ; 9829 ( Part 1 )-1 981 'Metal bone screws: 
Part 1 Screws with asymmetric thread, variable fitting (spherical )'■ 

Note — This part of the standard only deals with the dimensions and tolerances of holes and not with spacing of 
the holes and dimensions of the plates. 

2. Dimensions and Tolerances — The dimensions and tolerances of four types of holes are given in 
Fig. 1 to 4. 

3. Workmanship and Finish 

3.1 The holes shall be well formed and clean. 

3.2 The holes shall be free from surface defects, such as pit-holes, cracks, burrs and impregnated 
foreign particles. 
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All dimensions in millimetres. 
FIG. 1 CYLINDRICAU HOLE 
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AM dimensions are in millimetres, 
FIG. 2 CONICAL HOLE OF SCREWS HB 6*5 




THREADS HB 6-5 
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All dimensions in millimetres. 
FIG. 3 CONICAL HOLE WITH THREAD FOR SCREWS HB 65 
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ACCORDING TO 
THE THICKNESS 
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•Threaded HB 6*5 



All dimensions in millimetres. 
FIG. 4 HOLE WITH SPHERICAL COUNTERSINK 



EXPLANATORY NOTE 

In the preparation of this standard, considerable assistance has been derived fronn ISO/DP 5836/1 
Implants for Surgery — Metal bone plates — Part 1 Holes corresponding to screws with asymmetrical 
thread and spherical under-surfaces, issued by International Organization for Standardization. 
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